
Internal Use Only: Cross Reference for Existing MiYO Firing Guides 
 

 
 

Ivoclar EP5000, P500 & P700: Reference our released P300 guide 

Although screen layout may be different, variables  should match based on case size and 

MiYO components used. 
 
 
 

 
Ivoclar EP5010, P510, P710: Reference our released P310 guide 

Although screen layout may be different, variables should match based on case size and 

MiYO components used. IRT should be set to OFF like image below: 
 

 

 
 
 
 
 

 
Ivoclar CS4: 

No released guide should be referenced. The CS4 has no vacuum, so structure should not 

be fired. Other specifics: V2 variable max value is 300, page 24 of manual references limit 

of 6 units should be fired at one time. Create a tech sheet if programming help is needed. 
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